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(5)  Introduction 

Breast  cancer  is  one  of  the  leading  causes  of  death  among  women.  There  is  considerable 
evidence  that  early  diagnosis  and  treatment  significantly  improve  the  chance  of  survival  for 
patients  with  breast  cancer  (refs.  1-6).  At  present,  x-ray  mammography  is  the  only  diagnostic 
procedure  with  a  proven  capability  for  detecting  early-stage,  clinically  occult  breast  cancers  (refs. 
5-8).  Although  mammography  has  a  high  sensitivity  for  detection  of  breast  cancer  when 
compared  to  other  diagnostic  procedures,  studies  indicate  that  radiologists  identify  only  70  to 
90%  of  the  lesions  present  (refs.  4-6,  9-11).  The  miss  rate  is  particularly  high  in  dense  breasts 
(refs.  12, 13). 

One  of  the  difficulties  in  interpretation  of  mammograms  by  radiologists  is  caused  by  the 
limited  latitude  and  contrast  sensitivity  of  mammographic  screen/film  systems.  Mammographic 
abnormalities  related  to  early  breast  cancers  include  clustered  microcalcifications,  spiculated  and 
irregular  masses,  areas  of  parenchymal  distortion,  and  skin  thickening  (refs.  14,  15).  These 
abnormalities  are  often  subtle  and  low  contrast.  Therefore,  low  energy  radiation  and  high 
contrast  screen/film  systems  are  recommended  for  mammographic  imaging  in  order  to  increase 
the  contrast  between  the  lesion  and  the  background  tissue.  Despite  the  use  of  vigorous 
compression  during  examinations  (ref.  16),  the  low-energy  x-ray  beam  results  in  a  wide  dynamic 
range  (the  ratio  of  the  maximum  to  the  minimum  x-ray  exposure  at  the  detector)  for  the  radiation 
penetrating  the  breast.  This  range  can  be  greater  than  100  (ref.  17)  .  On  the  other  hand,  high- 
contrast  film  provides  a  narrow  latitude  which  is  about  10  for  a  typical  mammographic  system 
(refs.  18, 19).  As  a  result,  thick  and  glandular  regions  of  the  breast  are  often  imaged  at  the  toe  of 
the  sigmoid-shaped  sensitometric  curve  of  the  screen/film  system;  whereas  thin  peripheral 
regions  are  imaged  at  the  shoulder.  The  contrast  and  signal-to-noise  ratio  (SNR)  of 
mammographic  features  are  greatly  reduced  in  these  regions  due  to  decreased  film  gradient  and 
increased  noise.  The  contrast  sensitivity  of  the  human  visual  system  also  drops  rapidly  as  the 
film  density  increases  (refs.  20-22).  Kopans  (ref.  12)  found  that  70%  of  breast  cancers  in  women 
with  dense  breasts  are  in  the  periphery  of  the  mammary  parenchyma  adjacent  to  the 
subcutaneous  fat  or  retromammary  fat.  The  poor  image  quality  in  the  peripheral  region  thus 
imposes  a  serious  limitation  on  the  sensitivity  of  cancer  detection  in  breasts  with  dense 
fibroglandular  tissue. 

We  proposed  a  practical  and  cost-effective  exposure  equalization  method  for  reducing  the 
dynmaic  range  of  the  x-ray  image.  The  shapes  of  compressed  breasts  of  the  patient  population 
will  be  analyzed  and  classified  into  a  finite  number  of  groups.  A  shaped  filter  for  attenuating  x- 
rays  in  the  peripheral  region  of  the  breasts  will  be  fabricated  for  each  group.  For  a  given  patient, 
the  breast  shape  during  compression  will  be  classified  into  one  of  these  groups  and  the  filter  for 
the  selected  group  will  be  used  for  this  patient.  With  this  technique,  the  dynamic  range  of  the  x- 
ray  intensities  incident  on  the  recording  system  will  be  reduced  and  the  entire  image  can  be 
recorded  in  the  high  contrast  region  of  the  film.  The  improved  image  quality  can  be  achieved 
without  additional  radiation  dose  to  the  patient.  Furthermore,  a  very  high-contrast 
mammographic  technique  may  be  developed  in  combination  with  exposure  equalization  to 
further  improve  the  signal-to-noise  ratio  (SNR)  of  the  subtle  lesions.  We  expect  that  the 
optimized  technique  will  significantly  improve  the  detectability  of  cancers  in  mixed  and  dense 
breasts  and  increase  the  efficacy  of  mammography  as  a  screening  and  diagnostic  tool  for  breast 
cancers. 
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(6)  Body 

In  the  second  year  (7/11/95-7/10/96)  of  this  grant,  we  have  performed  the  following 

studies: 

(a)  Evaluation  of  Automatic  Border  Tracking  Program 

We  developed  an  automated  breast  border  tracking  program  and  began  to  collect  a  data 
base  of  mammograms  for  analysis  of  breast  shapes  in  the  first  year.  We  continued  to  collect  the 
data  base  in  the  second  year.  Mammograms  were  randomly  selected  from  patient  files  in  the 
Division  of  Breast  Imaging.  Most  of  the  selected  cases  consisted  of  four  views:  the  cranio- 
caudal  (CC)  view  and  the  mediolateral  (MLO)  view  of  the  left  and  right  breasts.  The  selected 
mammograms  were  digitized  with  a  21 -micron  resolution  CCD  film  digitizer.  To  reduce  storage 
space  and  image  processing  time,  the  resolution  of  the  digitized  images  were  reduced  to  1  mm 
pixel  size  before  storage  and  analysis.  A  total  of  1004  MLO  and  CC  view  mammograms  have 
been  collected  in  the  data  base. 

A  study  was  performed  to  determine  the  accuracy  of  the  computer  routine  that  was 
developed  to  trace  the  outer  contours  of  the  breasts  in  digitized  mammograms.  Hand  traced 
borders  were  compared  to  those  that  were  automatically  tracked.  To  trace  the  borders  by  hand, 
the  mammograms  were  first  processed  with  a  Sobel  filter  to  enhance  the  edges.  Next,  a  rough 
border  was  drawn  using  a  commercially  available  program,  OSIRIS.  Then,  the  hand-traced 
borders  were  meticulously  adjusted  to  best  match  those  observed  visually.  This  was 
accomplished  with  the  OSIRIS  program.  Multiple  image  magnification  levels  and  gray-scale 
enhancement  settings  (window  level  and  width  values)  were  applied  in  an  iterative  operation  in 
which  the  many  border  position  adjustment  points  or  curve  "handles"  were  individually  moved  to 
fine-tune  the  position  and  shape  of  the  hand-drawn  border.  A  computer  program, 
CONTOUR_ERROR,  was  written  to  measure  the  mean  and  root  mean  square  distances  between 
the  hand  traced  and  automatically  traced  borders  along  normals  to  the  hand  traced  borders.  In 
this  program,  positive  distances  corresponded  to  the  hand-drawn  border  being  inside  the 
automatically  traced  border  and  negative  distances  corresponded  to  the  hand-drawn  border  being 
outside  the  automatically  traced  border.  Histograms  of  the  frequencies  of  occurrence  of 
distances  in  bins  of  1  mm  width  (e.g.  -2.5  to  -1.5,  -1.5  to  -0.5,  -0.5  to  +0.5, 0.5  to  1.5,  etc.)  were 
also  computed.  The  program  was  applied  to  3  sets  of  images:  (1)  a  "Test"  set  consisting  of  3 
images  for  which  the  vast  majority  of  the  automatically  traced  border  points  had  very  high 
confidence  values,  and  3  for  which  the  confidence  values  were  less;  (2)  a  "Difficult"  set 
consisting  of  10  images  for  which  many  of  the  automatically  traced  border  points  had  very  low 
confidence  values,  and  (3)  a  "Random"  set  of  10  images  selected  randomly  from  the  data  base. 
The  results  are  summarized  in  Tables  1-3  below. 


Table  1.  RMS  and  mean  distances  between  hand-traced  and  automatically  traced  breast 
borders:  TEST  SET 


RMS  Distance 

Mean  Distance 

(mm) 

(mm) 

1.20 

0.73 

1.09 

0.72 

1.24 

0.81 

1.04 

0.75 

0.98 

0.77 

0.88 

0.48 

Mean  for  Group:  1.07 

0.71 

page  6 


Table  2. 


RMS  and  mean  distances  between  hand-traced  and  automatically  traced  breast 
borders:  DIFFICULT  SET 


RMS  Distance 

Mean  Distance 

(mm) 

(mm) 

5.98 

4.58 

3.80 

-2.74 

4.59 

-3.49 

3.25 

-2.10 

4.07 

-1.44 

3.21 

-2.11 

6.07 

-4.37 

2.93 

-1.28 

5.14 

-3.40 

2.77 

-1.77 

Mean  for  Group:  4. 1 8 

-1.81 

Table  3.  RMS  and  mean  distances  between  hand-traced  and  automatically  traced  breast 
borders:  RANDOM  SET 


RMS  Distance 

Mean  Distance 

(mm) 

(mm) 

0.69 

0.83 

0.59 

1.03 

0.83 

1.16 

0.98 

3.88 

-0.73 

1.18 

1.04 

1.50 

0.89 

1.50 

0.96 

1.04 

0.73 

1.40 

4.52 

Mean  for  Group:  1.42 

0.61 

In  general,  the  above  results  demonstrate  excellent  agreement  between  the  hand-drawn 
and  automatically  determined  borders.  The  mean  distances  for  the  Test  and  Random  groups  are 
less  than  1  pixel  (1  pixel  =  1  mm),  and  even  the  Difficult  borders  agreed  to  within  a  mean 
distance  of  less  than  2  pixels. 

A  review  of  the  histograms  of  the  frequencies  of  occurrence  of  the  distances  between  the 
borders  in  the  Test  and  Random  sets  shows  that  for  nearly  all  of  these  borders,  50-70%  of  the 
distances  fall  in  the  bin  centered  at  +1  mm.  This  indicates  that,  on  the  average,  the  automatically 
traced  borders  are  1  mm  (=  1  pixel)  outside  the  hand-drawn  borders.  It  is  most  probably  a 
systematic  error  due  to  differences  in  the  criteria  for  defining  the  edge  for  the  two  methods.  The 
automatic  tracking  method  takes  a  gradient  from  outside  the  breast  to  inside  the  breast  and 
defines  the  edge  as  the  outermost  point  of  a  set  of  4  contiguous  points  characterized  by 
increasing  or  0  gradients  (e.g.,  pixel  value  (point  1)  >  pixel  value  (point  2)  >  pixel  value  (point  3) 
>  pixel  value  (point  4),  where  point  1  is  just  outside  the  breast  and  point  4  is  well  inside  the 
breast.)  On  the  other  hand  the  border  points  that  were  selected  by  eye  tended  to  exhibit  the 
maximum  gradient  which  in  general  corresponded  to  point  2  of  the  automatic  tracking  method. 
An  example  of  the  automatic  and  hand-drawn  borders  is  displayed  in  Figure  1,  below. 
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Automatic  vs.  Hand-Drawn  Borders 
(Ray  X  =  auto;  x  200a  s  hand-drawn) 


Figure  1.  Example  of  automatic  vs.  hand-traced  compressed  breast  borders.  The  hand-traced 
border  is  indicated  by  the  lighter  gray  curve. 

The  results  of  the  above  study  as  well  as  a  description  of  the  automatic  tracking 
procedure  was  presented  at  the  1996  annual  meeting  of  the  American  Association  of  Physicists  in 
Medicine  (Medical  Physics  1996;23:1107-1108). 

This  study  demonstrates  that  the  automated  border  detection  program  can  accurately  track 
the  breast  borders.  The  breast  borders  will  be  used  for  breast  shape  analysis  and  filter  design  as 
described  below.  When  the  x  ray  equalization  filters  are  incorporated  in  a  mammography 
system,  the  border  detection  program  will  also  be  needed  for  on-line  detection  of  the  patient 
breast  shape  so  that  an  appropriate  filter  can  be  chosen  for  the  patient.  In  that  case,  the  border 
will  be  traced  from  a  visible  light  image  of  the  breast  as  recorded  by  a  TV  camera  interfaced  to  a 
PC. 


(b)  Compressed  Breast  Shape  Classification 

In  the  progress  report  last  year,  we  described  the  preliminary  study  of  fitting  75  CC  and 

105  MLO  view  compressed  breast  borders  with  the  equation  y  =  ax^  +  bx^  and  the  success  of 
classifying  the  borders  using  the  "a"  and  "b"  coefficients  of  the  fitted  curves.  A  more  extensive 
investigation  using  the  newly  collected  large  data  base  was  performed  this  year.  Some  of  the 
distinguishing  features  of  this  investigation  included: 

(1)  The  evaluation  of  a  much  larger  set  of  images  -  470  CC-view  and  484  MLO  view. 

(2)  The  employment  of  smoothed  (run-length  averaged)  borders  for  the  fits  rather  than  the 
raw  data  of  the  detected  borders. 

(3)  The  fitting  of  a  greater  portion  of  the  borders.  -75-100%  of  the  automatically 
determined  borders  were  fit;  whereas,  previously  only  the  anterior  portion  (-50%)  was 
fit. 
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(4)  The  comparison  of  both  fitting  the  borders  and  classifying  the  borders  with 
y  =  ax^  +  bx^  vs.  y  =  ca^  +  bx^  +  ex'* . 

(5)  The  use  of  a  more  standard  and  efficient  clustering  method  for  classification  of  the 
borders.  Previously  the  entire  "a"  -"b"  space  was  divided  into  4,  6,  8,  or  10  equally 
dimensioned  boxes  to  define  the  clusters.  In  the  present  study,  the  K-means  clustering 
method  in  the  SPSS  statistical  package  [ref.  23]  which  employs  an  iterative  nearest 
neighbor  centroid  sorting  technique  was  employed. 

(6)  The  evaluation  of  a  "hybrid"  clustering  method  in  which  the  a,b  parameters  were 

employed  (c  set  to  0)  when  the  fit  to  a  given  border  using  y  =  ax^  +  bx^  was  better 
than  a  threshold  value,  and  the  a,b,  and  c-parameters  of  the  fit  of  the  border  to 

y  =  ax^  +bx^  +  cx*  was  employed  otherwise. 

Considerable  time  and  effort  were  expended  in  making  the  fitting  program  more  efficient. 
Part  of  this  involved  developing  a  better  method  for  defining  the  starting  axes  for  the  fits. 
Previously,  a  very  simple  method  was  employed  in  which  the  origin  was  selected  as  the 
minimum  y-value  of  the  automatically  traced  border  (the  orientation  of  the  automatically  traced 
borders  was  such  that  the  nipple  was  towards  the  bottom  of  the  image)  and  the  starting  x  and  y 
axes  were  perfectly  horizontal  and  vertical  relative  to  the  image  frame.  A  variety  of  alternative 
methods  were  tried.  The  one  that  was  found  to  work  best  defined  the  y-axis  as  the  linear  fit  to 
the  midpoints  of  a  set  of  lines  drawn  between  selected  pairs  of  points  from  the  left  to  the  right 
sides  of  the  smoothed  border.  The  name  of  the  computer  program  that  was  developed  for  this 
purpose  was  START AXIS2.  The  selected  pairs  of  points  in  this  routine  were  defined  as  follows. 
The  derivative  (dy/dx)  of  the  first  25  points  on  the  left  side  of  the  border  (starting  from  the  chest 
wall)  was  computed,  and  the  starting  point  "(xl,  ymax_left)"  was  chosen  as  the  point  at  which 
that  derivative  was  a  minimum  (e.g.  most  negative).  Next,  the  derivative  (dy/dx)  was  computed 
starting  25  points  from  the  right  end  of  the  contour.  The  ending  point  "(x2,  ymax_right)"  was 
chosen  as  the  point  at  which  that  derivative  was  a  maximum  (i.e.  most  positive).  The  number  of 
points  between  the  starting  point  and  the  point  on  the  border  at  which  the  y-value  was  a 
minimum  (x3,  y_min)  and  the  number  of  points  between  the  ending  point  and  (x3,  y_min)  were 
then  computed.  The  smaller  of  those  numbers  of  points  was  divided  into  5  equal  increments 
(inc).  The  midpoint  of  the  line  drawn  between  the  (starting+inc)  point  on  the  left  and  the 
(ending-inc)  on  the  right  was  computed  as  were  the  midpoints  of  the  lines  between  the 
(starting+n*inc)  point  on  the  left  and  the  (ending-n*inc)  point  on  the  right  ,  where  n=2,4. 
Finally,  a  line  was  least  square  fit  through  the  above-mentioned  midpoints.  This  line  represented 
the  y-axis.  An  example  of  one  of  the  y-axes  that  was  determined  using  this  method  is  displayed 
in  Figure  2,  below.  The  origin  was  selected  as  the  point  at  which  the  y-axis  intersected  the 
border  (near  y-min),  and  the  x-axis  was  the  line  perpendicular  to  the  y-axis  passing  through  the 
origin.  This  method  was  found  to  work  very  well  for  both  CC  and  MLO  views. 
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starting  y-axis 

(fit:  y  =  447.35  -  2.3679x  R'^2  =  0.995) 


X 

Figure  2.  Example  of  y-axis  computed  using  subroutine  STARTAXIS2.  The  border  is 
translated  and  rotated  about  this  axis  to  find  the  best  fit  to  the  equations  y  =  ax^  +  bx^ 
and  y  =  ax^  +  bx^  +  cx*  . 

The  computer  program  that  translates  and  rotates  the  breast  borders  about  the  axes  (or 
equivalently  rotates  and  translates  the  axes  about  the  borders)  was  extensively  rewritten  to 
improve  its  efficiency.  In  particular,  use  of  coarse  increments  followed  by  fine  increments  in  the 
X  and  y  translations  and  the  rotations  resulted  in  a  tremendous  reduction  in  the  amount  of  time 
required  to  find  the  best  fit.  Other  changes  made  in  the  ordering  and  style  of  the  computations 
(e.g.,  use  x*x*x  instead  of  x**3)  had  a  substantial  effect.  Overall,  the  revised  program  is  100 
times  faster  than  its  predecessor.  It  now  takes  about  1/2  second  to  perform  the  fitting  vs.  about 

20  seconds  previously.  The  1/2  second  time  is  for  both  the  fit  to  the  equation  y  =  ax^  +  bx^  and 

for  the  fit  to  the  new  equation  y  =  ax^  +  bx^  +  cx*  which  was  employed  for  comparison  purposes 
The  1/2  second  time  was  achieved  using  coarse  x-translation  ranges  of  -40  mm  to  +40  mm  in 
steps  of  4  mm,  y-translation  ranges  of  -20  mm  to  +20  mm  with  steps  of  4  mm,  and  rotation 
ranges  of  -40  degrees  to  +40  degrees  with  steps  of  4  degrees.  The  subsequent  fine  x-  and  y- 
translation  ranges  were  ±  4  mm  about  the  best  translations  in  steps  of  1  nun,  and  the  subsequent 
fine  rotation  range  was  ±  4  degrees  in  steps  of  1  degree.  All  computations  were  performed  on  a 
Digital  Equipment  Corporation  AlphaStation.  The  validity  of  the  above  chosen  ranges  is 
confirmed  by  the  fact  that  the  fits  within  these  ranges  had  root-mean-square  (RMS)  errors  of 
about  2  nun  or  less  and  only  in  very  rare  instances  did  the  best  fit  occur  at  the  limit  of  translation 
or  rotation,  and  in  the  majority  of  those  cases,  the  fit  errors  at  those  extrema  were  less  than  2.5 
mm,  which  is  considered  a  very  good  fit.  Some  of  the  statistics  regarding  the  fits  are  listed  in 
Table  4,  below. 
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Table  4.  Results  of  Fitting  the  CC-  and  MLO-  view  borders  with  the  equations  y  =  ax^  +  bx^ 
and  y  =  ax^  +  bx^  +  cx* 


No.  of 
Images 

View 

Type  of  fit 

Mean  RMS  error 
between  fit  and  run- 
length  averaged 
automatically 
tracked  border  (mm) 

No.  of  best  fits  that 
occur  at  one  or  more 
extrema  of  the 
translation  and 
rotation  ranges 
(RMS  errors  (mm) 
in  parentheses) 

470 

CC 

a,b 

2.18 

0 

470 

CC 

a,b,c 

1.07 

3  (0.9, 1.0, 5.9) 

484 

MLO 

a,b 

1.53 

1  (2.3) 

484 

MLO 

a,b,c 

1.07 

4(0.5,0.7,1.4,2.3) 

As  demonstrated  by  the  data  in  the  fourth  column  of  Table  4,  use  of  3-parameters  (a,b,c)  reduced 
the  fitting  errors  by  about  30-50%.  An  example  of  a  fit  for  which  the  RMS  error  is  equal  to  the 
mean  value  for  all  MLO  views  using  the  a  and  b  parameters  is  displayed  in  Figure  3,  below. 

Example  of  fit  for  MLO  View 
fit  <=>  a,b;  rms  fit  error  =  1 .53  mm  =  ave  for  a,b 


X 

Figure  3.  Example  of  fit  for  MLO  view  in  which  the  fitted  border  (lighter  curve)  has  an  RMS 

error  equal  to  the  mean  value  for  all  MLO  views  obtained  using  the  a  and  b-parameter 
fitting  routine. 
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Breast  Shape  Classification 

All  a,b  and  a,b,c  values  for  each  CC-view  border  were  introduced  into  the  K-Means 
Cluster  Analysis  Routine  of  the  SPSS  statistical  analysis  package.  This  routine  uses  a  centroid 
sorting  method  to  determine  cluster  (or  class)  membership.  Once  the  classification  of  each 
border  was  determined,  the  mean  a  and  b  values  or  mean  a,b,  and  c-values  for  the  borders  within 
each  class  were  determined.  The  border  defined  by  the  equation  using  the  mean  coefficients 
defined  the  "filter."  A  computer  routine  was  written  to  translate  and  rotate  each  of  the  borders 
within  the  class  to  best  match  the  individual  borders  with  the  "filter."  This  routine  utilizes  coarse 
and  fine  increments  for  translation  and  rotation  similar  to  the  increments  employed  in  the  original 
fitting  routine.  The  translation  and  rotation  values  determined  with  the  original  fitting  routine 
were  employed  as  starting  values  for  the  matching  routine.  The  mean  and  standard  deviations  of 
the  RMS  distances  between  the  individual  borders  and  the  filters  were  computed  for  a 
quantitative  assessment  of  the  success  of  the  border  classification.  In  addition,  the  newly  rotated 

and  translated  borders  were  fit  again  using  the  equations  y  =  +  bx^  and  y  =  ax^  +  bx^  +  cx*  . 

The  new  a's  and  b's  and  a's,  b's,  and  c's  were  plotted  to  provide  a  visual  evaluation  of  the  success 
of  classification.  The  entire  procedure  was  repeated  for  the  MLO  borders.  Results  are  listed  in 
Tables  5  and  6. 
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Table  5.  Mean  RMS  distanees  (mm)  between  individual  borders  and  "filters"  for  CC  views. 

(Standard  deviations  for  each  distribution  are  noted  in  parentheses) .  Results  in  each 
row  are  ordered  from  the  smallest  mean  RMS  distance  to  the  largest.  n=  number  of 
borders  in  a  particular  cluster. 


(A)  a,bfit 

Cluster 


(B)  a,b,cnt 


Cluster 


Total  no. 
of 

clusters 

1 

2 

3 

4 

4 

2.7 

(1.8) 

n=205 

2.9 

(1.9) 

n=60 

3.2 

(2.0) 

n=199 

3.6 

(2.2) 

n=6 

6 

1.0 

(0.0) 

n=l 

2.4 

(1.4) 

n=34 

2.7 

(1.7) 

n=136 

2.9 

(2.2) 

n=5 

8 

1.0 

(0.0) 

n=l 

1.3 

(0.0) 

n=l 

1.8 

(1.0) 

n=4 

fi&iM 

10 

0.7 

(0.0) 

n=l 

1.0 

(0.0) 

n=l 

1.3 

(0.0) 

n=l 

2.1 

(1.0) 

n=3 
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Table  6.  Mean  RMS  distances  (mm)  between  individual  borders  and  "filters"  for  MLO  views. 

(Standard  deviations  for  each  distribution  are  noted  in  parentheses) .  Results  in  each 
row  are  ordered  from  the  smallest  mean  RMS  distance  to  the  largest.  n=  number  of 
borders  in  a  particular  cluster. 


(A)  a,bfit 

Cluster 


Total  no. 
of 

clusters 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

4 

1.7 

(1.7) 

n=107 

1.9 

(0.8 

n=219 

2.9 

(1.4) 

n=134 

4.1 

(1.9) 

n=24 

6 

1.6 

(0.7) 

n=109 

1.9 

(0.8) 

n=179 

2.1 

(0.7) 

n=18 

2.5 

(1.3) 

n=129 

3.3 

(3.1) 

n=3 

3.7 

(1.9) 

n=46 

8 

0.6 

(0.0) 

n=l 

0.8 

(0.0) 

n=l 

1.6 

(0.7) 

n=142 

1.8 

(0.8) 

n=64 

3.0 

(1.4) 

n=87 

4.0 

(2.0) 

n=22 

4.0 

(3.2) 

n=2 

10 

0.6 

(0) 

n=l 

0.8 

(0.0) 

n=l 

1.5 

(0.6) 

n=81 

1.5 

(0.0) 

n=l 

1.7 

(0.7) 

n=117 

iBt 

ESSa 

2.1 

(0.7) 

n=17 

2.8 

(1.4) 

n=71 

3.3 

(1.6) 

n=35 

4.8 

(2.3) 

n=10 

(B)  a,b,cnt 

Cluster 


Total  no. 
of 

clusters 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

4 

2.9 

(2.2) 

n=229 

2.9 

(2.2) 

n=123 

EmI 

USES 

6.4 

(1.6) 

n=2 

6 

2.3 

(2.1) 

n=140 

2.9 

(1.8) 

n=71 

3.3 

(2.4) 

n=147 

3.7 

(2.3) 

n=lll 

4.8 

(3.3) 

n=13 

QHH 

EEI 

6 

Hybrid* 

1.5 

(0.3) 

n=2 

wM 

3.3 

(3.0) 

n=106 

5.5 

(4.8) 

n=21 

8 

0.3 

(0.0) 

n=l 

1.3 

(0.0) 

n=l 

2.6 

(2.0) 

n=127 

2.6 

(1.4) 

n=53 

2.7 

(2.7 

n=76 

3.3 

(2.3) 

n=115 

3.7 

(2.4) 

n=98 

4.8 

(3.3) 

n=13 

10 

1.3 

(0.0) 

n=l 

2.4 

(2.4) 

n=78 

2.8 

(2.0) 

n=114 

2.8 

(1.0) 

n=13 

2.8 

(1.5) 

n=28 

3.1 

(0.0) 

n=l 

3.2 

(2.0) 

n=76 

wSm 

ESsiH 

3.5 

(3.2) 

n=7 

uBM 

ESU 

*6  Hybrid  =  use  a,b  coefficients  (c=0)  when  original  fit  error  <  3.0  mm,  use  a,b,c  coefficients 
when  original  fit  error  >  3.0  mm. 


The  above  results  indicate  that  although  the  original  fits  are  better  using  three  parameters 
(a,b,  and  c)  instead  of  two  (a  and  b),  there  is  either  only  slight  improvement  (for  the  CC  case)  or 
no  improvement  (for  the  MLO  case  )  in  the  clustering  success  as  measured  by  the  mean  RMS 
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distances  between  individual  borders  within  a  class  and  the  mean  border  or  "filter".  In 
particular,  one  will  notice  a  small  improvement  in  these  RMS  distances  for  the  CC  views  with 
the  a,b  clustering  vs.  the  a,b,c  clustering  for  the  6  and  8  total  number  of  clusters;  however,  for  the 
same  total  number  of  clusters  and  the  MLO  views,  the  a,b,c  mean  RMS  distances  are  in  general 
worse  than  their  counterparts  using  a  and  b.  The  hybrid  idea  of  using  a  and  b  values  with  c  set  to 
zero  when  the  original  fit  to  the  automatically  traced  border  is  less  than  or  equal  to  a  threshold 
value  and  using  a,  b,  and  c  values  otherwise  does  improve  the  clustering  as  shown  in  Table  6(B); 
however,  for  the  particular  case  shown  in  this  table,  clustering  using  only  the  a  and  b  parameters 

of  the  fit  equation  y  =  ax^  +  bx^  yielded  superior  clustering. 

Plots  depicting  the  clustering  success  of  the  clustering  for  the  MLO  views  are  shown  in 
Figures  4  and  5,  below.  These  plots  depict  a  and  b  or  a,  b,  and  c  values  of  the  second  stage  fits 
to  the  borders  after  they  were  translated  and  rotated  to  best  match  the  cluster  "filter".  Results  for 
4  and  8  total  clusters  are  shown.  Similar  results  were  obtained  for  the  CC-view. 


□  a-1  ML4 

•  a-2ML4 
A  a-3ML4 

♦  a-4ML4 


Figure  4(A).  4-group  clustering  using  a  and  b  parameters:  484  MLO  views. 
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Figure  4  (B)  4-group  clustering  using  a  b  and  c  parameters:  484  MLO  views. 


■ 

a-1 

MLS 

• 

a-2 

MLS 

A 

a-3 

MLS 

♦ 

a-4 

MLS 

m 

a-5 

MLS 

o 

a-6 

MLS 

A 

a-7 

MLS 

□ 

a-8 

MLS 

Figure  5(A).  8-group  clustering  using  a  and  b  parameters:  484  MLO  views. 


Figure  5(B).  8-group  clustering  using  a  b  and  c  parameters:  484  MLO  views. 


The  results  of  the  classification  study  discussed  above  were  presented  at  the  1996  annual 
meeting  of  the  American  Association  of  Physicists  in  Medicine  (Medical  Physics  1996;23:1108). 
Future  work  in  this  area  will  involve  evaluation  of  other  clustering  methods.  For  example,  we 
will  try  a  method  in  which  we  will  select  the  two  best  clusters  (as  determined  from  the  mean  and 
standard  deviations  of  the  distances  between  the  individual  borders  and  the  "filters")  from  a  4 
cluster  analysis,  eliminate  the  corresponding  borders  and  perform  a  new  2  to  4  cluster  analysis. 

The  significance  of  this  study  is  that,  using  a  large  data  base  of  about  500  mammograms 
in  each  view,  the  results  again  support  our  hypothesis  that  a  small  number  of  pre-fabricated 
filters  will  be  sufficient  to  allow  selection  of  a  nearly  patient-specific  filter  for  each  breast  being 
examined.  This  is  the  basis  of  our  approach  to  exposure  equalization  in  mammographic  imaging. 


(c)  Estimation  of  Primary  X-ray  Exposure  Distribution  in  Breast  Images  for  the  Design 
of  X-ray  Exposure  Equalization  Filters 

The  equalization  filters  reduce  the  primary  x-ray  exposure  incident  upon  the  breast.  The 
design  of  the  filter  requires  knowledge  of  the  primary  exposure  to  the  detector,  which  can  be 


derived  from  the  measured  total  (primary  plus  scatter)  exposure  and  the  scatter-to-primary  ratio. 
We  performed  a  study  to  estimate  the  primary  exposure  distribution.  A  set  of  randomly  selected 
mammograms  was  digitized  and  the  breast  borders  detected  by  the  automated  edge  tracking 
program  discussed  above.  The  breast  shapes  were  classified  into  a  small  number  of  groups. 
Within  each  group,  the  average  exposure  profiles  along  radial  directions  of  the  breast  images 
were  derived  from  the  digital  values  by  using  the  calibration  curve  of  the  film  digitizer  and  the  x- 
ray  sensitometric  (H  and  D)  curve  of  the  screen-film  system.  The  sensitometric  curve  was 
measured  using  a  bootstrap  technique  in  which  various  thicknesses  of  Lucite  attenuator  and 
various  focus-to-film  distances  were  used  at  the  same  mAs  so  as  to  avoid  errors  due  to 
reciprocity  law  failure.  To  estimate  the  scatter  fraction  profile  along  the  radial  directions,  we 
used  a  Monte  Carlo  code  (the  MCNP  code  developed  at  the  Los  Alamos  National  Laboratory)  to 
simulate  photon  transport  through  breast  phantoms  of  different  thicknesses,  shapes,  and 
compositions.  An  anti-scatter  grid  was  modeled  in  the  Monte  Carlo  calculation  and  its  effect  on 
the  scatter  fraction  profile  could  be  evaluated.  The  validity  of  the  Monte  Carlo  modeling  was 
verified  by  experimental  measurement  along  a  radial  direction  of  a  CIRS  breast  phantom  using  a 
beam  stop  technique.  The  average  primary  profiles  of  the  breast  images  were  then  derived  from 
the  profiles  of  total  exposure  and  the  scatter  fraction  using  the  relationship: 

Primary  Exposure  =  Total  Exposure  X  (1  -  Scatter  Fraction). 

We  performed  a  preliminary  evaluation  of  the  primary  exposure  profiles  in  a  class  of 
breast  shapes.  The  variation  of  primary  exposure  profiles  of  the  breast  images  in  the  class  was 
examined.  It  was  found  that  the  variation  of  the  primary  exposure  profiles  within  a  class  was 
quite  large.  It  was  likely  that  up  to  three  filters  of  different  degrees  of  equalization  would  be 
necessary  for  the  dense,  mixed  dense  and  fatty,  and  fatty  breasts  or  for  the  thick,  medium,  and 
thin  breasts  in  the  same  breast  shape  class.  We  will  conduct  further  studies  to  determine  the 
acceptable  range  of  variation  in  the  primary  exposure  profiles  for  each  filter  subclass.  Once  the 
filter  subclass  criteria  are  set  and  the  breast  images  are  grouped  into  the  subclasses,  the  average 
primary  exposure  profile  of  the  breast  images  in  a  given  filter  subclass  will  be  estimated  % 
averaging  the  primary  exposure  profiles  obtained  from  the  individual  mammograms  in  that 
subclass.  The  thickness  profile  of  a  filter  for  this  subclass  can  then  be  derived  for  a  given  filter 
material. 

Some  of  the  results  of  this  study  are  displayed  in  Figures  6-11,  below. 
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mean  exposure  -  relative 


Exposure  profile  for  Group  -  2 


Y-axIs 


Figure  6.  The  mammograms  are  digitized  and  the  breast  boundary  is  detected  using  the  edge 
tracking  program.  The  breast  shapes  are  classified  into  a  small  number  of  groups. 
Shown  here  is  the  average  exposure  profile  (scattered  +  primary)  of  one  of  the  groups. 
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mean  exposure 


mean  exposure  profile  for  a  class 


position  along  the  Y-axIs 


Figure  7.  The  exposure  profile,  shown  in  Figure  6,  along  the  radial  and  selected  directions. 
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Schematic  of  the  trasnverse  cross  section  used 
for  the  MCNP  modeling 
(all  units  are  in  cm) 


Figure  8.  Schematic  of  the  model  used  for  Monte  Carlo  simulation. 


Lead  strip  (varying  widths) 


Figure  9.  Cross  section  of  the  model  used,  showing  the  detector  locations  and  the  beam 
stop. 
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Monte  Carlo  Estimation  of  the  scatter 
fraction  profile  along  radial  directions 


Figure  10.  Scatter  fractions  calculated  by  Monte  Carlo  simulation  for  various  tissue  thicknesses, 
imaged  at  28  kVp,  without  the  anti-scatter  grid. 


Experimentally  measured  scatter  fraction 
proHle  along  radial  direction 


Figure  1 1 .  Experimentally  measured  scatter  fractions  for  a  4.5-cm-thick  CIRS  phantom,  imaged 
at  28  kVp,  without  the  anti-scatter  grid. 
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(d)  Difficulties  encountered  this  year 


Although  we  have  made  good  progress  in  some  areas  of  the  project,  we  have  not 
accomplished  all  of  the  planned  studies  in  this  year.  One  major  problem  was  that  our 
postdoctoral  research  fellow,  whom  we  recruited  to  train  and  assist  in  this  project  at  the 
beginning  of  the  second  year,  was  offered  an  industrial  job  and  left  in  the  middle  of  the  year. 
Because  of  the  loss  of  the  postdoctoral  fellow,  some  studies  including  the  analysis  of  the  primary 
exposure  profiles  and  filter  design,  and  evaluation  of  the  effect  of  equalization  on  image  quality 
and  patient  dose  by  Monte  Carlo  simulation  studies  could  not  proceed  as  planned.  We  had  begun 
to  recruit  a  new  postdoctoral  fellow  as  soon  as  we  were  informed  of  the  resignation.  After  an 
extensive  search  including  several  interviews,  we  have  found  an  appropriate  person  for  the 
position.  The  new  postdoctoral  fellow  will  start  in  the  middle  of  August.  We  plan  to  resume 
some  of  the  subprojects  as  soon  as  the  new  postdoctoral  fellow  is  trained.  Because  of  this 
unexpected  half-year  delay,  we  may  have  to  request  a  no-cost  extension  at  the  end  of  the  fourth 
year. 


Another  problem  is  that  the  laboratory  space  for  the  experimental  mammography  system 
is  not  ready  so  that  we  have  not  purchased  the  mammography  system  planned  in  the  second  year 
of  the  budget.  The  University  of  Michigan  Hospital  is  constructing  a  Cancer  Geriatric  Center 
(CGC)  which  was  originally  scheduled  to  finish  in  the  middle  of  1996.  We  have  acquired 
laboratory  space  in  the  new  center  for  installation  of  the  mammography  system.  It  will  be  an 
ideal  location  for  a  preclinical  trial  because  the  space  is  within  the  Division  of  Breast  Imaging 
where  patients  will  visit  for  routine  breast  imaging  and  examinations.  The  CGC  is  now  expected 
to  finish  at  the  beginning  of  1997.  The  laboratory  for  the  mammography  system  therefore  will 
not  be  ready  before  that  time.  It  is  possible  to  find  an  off-site  location  on  campus  to 
accommodate  the  experimental  mammography  system  temporarily.  However,  we  have  decided 
to  hold  off  the  purchase  of  the  system  until  the  permanent  laboratory  is  available  because  of  the 
additional  cost  involved  in  installing  and  moving  the  x-ray  system  from  one  location  to  another. 
There  is  also  the  risk  of  damaging  the  system  during  the  move.  This  delay  in  purchasing  the 
mammography  system,  however,  will  not  delay  the  progress  of  our  project  at  this  stage.  We 
have  access  to  the  clinical  mammography  systems  in  the  Radiology  department  in  the  evenings 
and  weekends.  We  have  been  using  the  clinical  systems  for  experiments  such  as  the 
measurement  of  sensitometric  curves  and  scatter  fractions,  and  testing  of  preliminary  filters.  We 
believe  that  when  our  filter  device  and  video  camera  are  ready  to  be  installed  on  the  experimental 
mammography  system,  the  laboratory  will  be  ready  for  our  use. 


(7)  Conclusion 

We  have  performed  the  following  studies  in  the  second  year  of  the  funding  period:  (1) 
collected  a  large  data  base  for  analysis  of  breast  shapes  and  exposure  profiles,  (2)  evaluated  the 
accuracy  of  the  automated  breast  border  detection  program  by  comparing  the  automatically 
detected  breast  borders  with  manually  traced  breast  borders,  (3)  evaluated  the  adequacy  of  two 
polynomial  models  for  fitting  the  breast  shapes  and  classification,  (4)  developed  a  clustering 
procedure  for  classifying  the  breast  shapes  into  a  small  number  of  classes,  (5)  developed  an 
automated  breast  shape  classification  program  to  prepare  for  on-line  analysis  of  patient  breast 
shape.  (6)  developed  a  mammographic  imaging  model  for  Monte  Carlo  simulation  of  photon 
transport  in  the  imaging  system,  and  (7)  evaluated  the  scatter  fraction  on  the  imaging  plane 
experimentally  and  by  Monte  Carlo  simulation,  and  studied  the  primary  exposure  profiles  in  a 
given  breast  shape  class  and  investigated  criteria  for  subgrouping.  The  results  of  these  studies 
will  be  useful  for  the  implementation  of  the  filter  device. 
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